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Operating Instructions



Dry & Store® Global Operating Instructions

IMPORTANT SAFEGUARDS
This product is for household use. When using electrical products, especially when children are present, 
basic safety precautions should always be followed, including:

READ ALL INSTRUCTIONS BEFORE USING

DANGER - To reduce the risk of electrocution:
• Do not use while bathing.
• Do not place or store product where it can fall or be pulled into a tub or sink.
• Do not place in or drop into water or other liquid.
• Do not reach for this device if it has fallen into water. Unplug immediately.

WARNING - To reduce the risk of burns, electrocution, fi re, or injury to persons:
• Closely supervise use by, on or near children or invalids.
• Use this product only for its intended use as described in this manual.
• Never operate this product if it has a damaged cord or plug, if it is not working properly, if it has been dropped 

or damaged, or dropped into water. Return it to the place of purchase or service center for examination and 
repair.

• Never place the product on a soft surface such as a bed. Keep any air openings free of lint, hair, and the like.
• Do not use outdoors or operate where aerosol (spray) products are being used or where oxygen is being 

administered.
• Dry & Store Global uses germicidal ultraviolet light (UV) for sanitizing. This light will not illuminate when the 

lid is open. Do not modify or override any components that may allow exposure to UV light.
• If the lamp shatters, unplug immediately. Wear gloves when removing glass particles. Dispose of properly. 
• The AC adapter included with your unit is made specifi cally for this product. Do not use it with another 

appliance, and do not use an adapter from any other electrical device in its place.

NOTE - Dry & Store is not designed to diagnose, prevent, monitor, treat, or alleviate disease.

OPERATING CONDITIONS
Dry & Store Global operates at a temperature range of 97° to 104° F (36° to 40°C). It will function properly at indoor 
ambient temperatures from 65° to 86° F (18° to 30° C).

SAVE THESE INSTRUCTIONS

Introduction
Dry & Store® Global has been designed for all types of hearing instruments, including hearing aids, noise maskers, ear 
monitors, and cochlear implant equipment. Used daily, Dry & Store removes damaging moisture accumulation, dries 
earwax and sanitizes surfaces exposed to its germicidal lamp. Dry & Store will make most hearing instruments sound 
better, and it can also extend zinc-air battery life in high humidity locations. 

Assembly
Your Dry & Store unit comes fully assembled, but the moisture-adsorbing desiccant must be properly placed. Before 
the first use:

1. Unwrap and date the desiccant: A disposable Dry-Brik® desiccant is included. Remove the foil outer wrapper 
but leave the clear wrap in place. Immediately write the date on the clear plastic overwrap using a felt-tip marker 
or ball-point pen (Figure 1). Place it in the tray as shown in Figure 2.



2. Connect the AC adapter: The small circular plug fits into the rear of 
the unit (Figure 3). Do not force; it should slide in easily. Finally, plug 
the AC adapter into a non-switched electrical outlet. Your Dry & Store is 
now ready for use. 

Operating Your Dry & Store
1. Wipe excess moisture and earwax from your hearing aids before placing 

them in the drying chamber. Open the lid and place your hearing 
instruments or implant hardware in the large compartment on the right. 
You may leave the batteries in, but open the battery cover to allow for air 
circulation.

2. Close lid and gently press the “ON” button (Figure 4). Both the blue 
and the green indicators will illuminate. The blue light will go off after 
three minutes, indicating that the sanitizing cycle is over, and the green 
light will stay on for the remainder of the eight-hour cycle. Times are 
approximate. Best results come from an entire Dry & Store cycle, but 
conditioning can occur over periods as short as 30 minutes. The timer is 
reset each time the lid is opened.

Changing the Dry-Brik
Drying is not possible unless moisture is actually removed from the air, so it is 
important to have a desiccant in place. The Dry-Brik desiccant is disposable, 
and it must be replaced regularly. Replacement Dry-Briks can be ordered from 
the place where your Dry & Store Global was purchased.

Remove the foil outer wrapper but leave the clear wrap in place. Use a 
ball-point pen or felt-tip marker to write the date on the clear plastic overwrap 
(Figure 1). During warm weather months, replace the Dry-Brik every month, 
and every two months the rest of the year. Useful desiccant life varies widely 
with the seasons, geographic location, and the activity level of the user, 
so individual results might be different. A light pink color dot is an early 
warning signal that the Dry-Brik will need to be changed soon, but it is not a 
precise indicator. Except under extreme conditions (tropical climate or heavy 
perspiration) there is usually no need to replace it sooner than one month even 
if the color dot turns light pink before then.

Dry & Store will not work effectively unless 
the Dry -Brik is changed regularly.

Using Dry & Store Global with Cochlear Implants
Implant hardware can also benefit from Dry & Store care. For example, 
microphone performance can suffer from moisture accumulation from the 
environment and/or perspiration. For some, regular Dry & Store use can make 
a significant difference in zinc-air battery life, especially in hot and humid 
weather. Individual results will vary. Here are specific suggestions:

• Behind-the-ear speech processors: Leave zinc-air batteries in the 
processor (where applicable) but remove the battery cover. Place the 
processor, headpiece and cable in the drying compartment on the right. Do 
not put anything except the desiccant on the left side of the tray.

• Body-worn speech processors: Place as many components in the drying 
compartment as will comfortably fit without crowding. Size limitations 
might mean that the processor will need to be conditioned separately 
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from other hardware. If this is the case, the microphone assembly should be conditioned more frequently than 
the processor, as it is more susceptible to moisture damage. The battery pack may need to be removed from some 
processors.

About the UV Sanitizing Cycle
Ear molds and hearing aids harbor germs and bacteria. The ultraviolet light in your Dry & Store unit can kill such 
organisms, and many users will experience reduced itching and irritation. However, Dry & Store is not a sterilizer, 
and the manufacturer makes no claims as to degree of bacterial kill. Dry & Store is not designed to diagnose, prevent, 
monitor, treat, or alleviate disease. The UV lamp may be removed without affecting the drying capability, as it is not 
part of the heating cycle.

General Product Care
To keep your Dry & Store working properly, do not operate it in high-humidity locations such as a bathroom. Keep the 
lid closed at all times, because the effectiveness of the desiccant will be reduced due to moisture adsorption from the 
surrounding air. Clean with a soft cloth. Never use strong cleaning agents or abrasives. Do not spray any liquid into the 
tray or onto the UV lamp.

Troubleshooting Guide
 Problem Solution
•  Unit will not 

start.
• Verify that the AC adapter is securely connected to the rear of the unit.
• Is lid closed tightly and has the ON button been pushed?
• Is unit plugged in? Verify that the outlet works. If yes, is the wall outlet controlled 

by a wall switch? If yes, change location to non-switched outlet.
• If no success, unplug the AC adapter from the wall, wait fi ve seconds for the 

adapter to reset, plug back in, and press the ON button.
• If still no success, try another AC adapter (available from the place of purchase, a 

service center, or at www.dryandstore.com). Replace only with an adapter provided 
by the manufacturer.

•  No blue light 
visible during 
fi rst 3 minutes.

• Check that the UV lamp is fi rmly positioned in its sockets. If not, remove and 
reposition lamp. If still no blue light, replace UV lamp.

• Replace only with the special lamp provided by the manufacturer  (available from 
the place of purchase, a service center, or at www.dryandstore.com).

• Unit is noisy. • Noise problems are usually fan-related. Sound resonates inside the unit, so some 
noise is to be expected, even from the high-quality ball-bearing fan used in 
Dry & Store. If the fan noise varies in intensity or frequency, disconnect the unit 
from power and check for obstructions. If none, have the unit serviced.

• Lights come on, 
but unit is not 
drying well.

• Has the Dry-Brik been replaced recently?
• If no fan sound can be heard, return the unit to the place of purchase or service 

center for evaluation.

• Metal bead 
inside UV lamp.

• This is perfectly normal with bulbs made by Sankyo-Denki or Ushio. It is a result 
of their environmentally-sensitive manufacturing process.

If none of the above solves the problem:

In North America, call Customer Service at 1-888-327-1299 or visit www.dryandstore.com.

Outside North America, contact the place of purchase or a service center for evaluation.



Physical Properties
• Outside dimensions: 180 mm x 99 mm x 91 mm (7.1” x 3.9” x 3.6”). Weight: 907 g (2 lb.).
• Drying tray has two compartments, a large drying area on the right which measures 102 mm x 90 mm x 

25 mm (4” x 3.5” x 1”), and a small compartment on the left for the desiccant.

Power Supply
Input: 100-240 volts AC, 50/60 Hz, 1.0A maximum. Output: 24 VDC at 15W maximum.

Operating Features
•  Unit turns off automatically after eight hours unless interrupted, but the normal cycle can be interrupted 

at any time by opening the lid. The germicidal lamp operates only during the fi rst three minutes (see 
below).

• In just three minutes, the UV germicidal lamp delivers more than 1,000 joules/square meter, producing 
enough germicidal energy for a 99% kill on common microorganisms found in the external ear canal. 
Elimination of this fl ora from hearing aids can signifi cantly reduce itching and the reintroduction of 
infection-causing bacteria into the ear canal. At 4 watts, the UV lamp is a surface sanitizer only, and it 
has little to no penetrating power. This means that it is not damaging to plastics or earmolds. The UV 
lamp has a life expectancy of many years, but it is user-replaceable if needed. (NOTE: Dry & Store is 
not designed to diagnose, prevent, monitor, treat, or alleviate disease.)

• Ball-bearing fan continuously circulates warm, dry air for the entire operating cycle, causing moisture to 
move out of the hearing instruments by diffusion. A desiccant in the airfl ow path strips the moisture out 
of the air, ensuring continuous dry operation.

• Dry & Store will remove the moisture from cerumen, decreasing its volume and making it easy to 
remove.

Desiccant
Dry & Store Global ships with a single disposable Dry-Brik® desiccant that also contains activated carbon 
for odor absorption. In most parts of the world, users will require 6 to 7 Dry-Briks per year, changing them 
once a month during warm weather and every two months the rest of the year. Dry-Briks may need to be 
changed monthly in tropical, sub-tropical, or other high humidity locations. A rechargeable can desiccant is 
available as an accessory in many parts of the world.

Battery Removal
Batteries do not have to be removed from hearing aids before Dry & Store use. Independent tests by 
Eveready Battery Co. on their Energizer/Amplifi er® zinc-air batteries showed a 10-20% gain in battery 
life under high humidity conditions. This was confi rmed by a user survey which showed that over half of 
Dry & Store users noted longer zinc-air battery life.

Safety & Regulatory
Certifi ed to ETL, UL, CSA standards. CE marked. PSE (Japan), C-Tick (Australia/New Zealand).

Product Information



Dry n’ Store 
 
Metal Canister desiccant: Routine recharging is required. 
 
As moisture is adsorbed by the desiccant, the indicator will change from blue to light pink. 
A light pink color signals that the desiccant can no longer adsorb moisture. Proper function 
can be restored by placing the metal desiccant can in an oven for 2 hours or more at a 
temperature of 105¡-150¡C (225¡-300¡F). The color will change back to blue, but to be 
properly recharged, the canister must remain in the oven for the full 2 hours. Repeat as 
necessary.  
 
The metal canister will be hot when it is removed from the oven, so caution should be 
used to avoid burns. Allow the can to cool before it is placed in Dry & Store. Best results 
will occur if the can is covered during the cooling period; a drinking glass or pan lid works 
well. 
  
WARNING: Use care when removing the metal desiccant can from the oven. Allow it to 
cool before handling. Never place metal in a microwave oven! 
 
The frequency of metal can desiccant recharging will vary according to several factors, 
such as season, geographic location, local climate/weather conditions, and the 
activity/perspiration level of the user. Check the color of the desiccant crystals before each 
use, and recharge as needed. Do not operate Dry & Store without a properly positioned 
desiccant. 
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